Low-level viremia associated with the use of TaqMan assay.
Poor correlation has been reported between the Roche Cobas AmpliPrep/Cobas (TaqMan) HIV-1 TaqMan assay and the Roche Cobas Amplicor HIV-1 Monitor version 1.5 Amplicor assay. We report 8 patients who experienced unexplained detectable viremia, despite exemplary medication adherence, following a change in viral quantification assay from Amplicor to TaqMan in January 2008. All patients were found to have undetectable HIV RNA by branched DNA (bDNA) assay.